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If you have questions or concerns, contact your healthcare provider. A member
of your care team will answer Monday through Friday from 9 a.m. to 5 p.m.
Outside those hours, you can leave a message or talk with another MSK
provider. There is always a doctor or nurse on call. If you’ re not sure how to
reach your healthcare provider, call 212-639-2000.
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	如何使用 Aerobika®
	Aerobika 使用说明
	Aerobika 清洁说明
	清洗 Aerobika
	手洗部件：
	使用洗碗机清洗部件：

	给 Aerobika 消毒
	通过煮沸对部件进行消毒：
	用微波炉蒸汽清洁袋（如 Quick Clean™ Micro-Steam™ 袋）对部件进行消毒：
	用 70% 或更高浓度的异丙醇对部件进行消毒：
	用 3% 过氧化氢对部件进行消毒：




